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ABSTRACT: A probability model has been presented for understanding the operation of an array of 
encapsulated germanium detectors generally known as composite detector. The addback mode of 
operation of a composite detector has been described considering the absorption and scattering of 
c/2 , y-rays. Considering up to triple detector hit events, we have obtained expressions for peak-to-total 

and peak-to-background ratios of the cluster detector, which consists of seven hexagonal closely 
packed encapsulated HPGe detectors. Results have been obtained for the miniball detectors com- 
prising of three and four seven hexagonal closely packed encapsulated HPGe detectors. The for- 
malism has been extended to the SPI spectrometer which is a telescope of the INTEGRAL satellite 
Q\ ■ and consists of nineteen hexagonal closely packed encapsulated HPGe detectors. This spectrom- 

m 

O. 

t^J- , have considered a spectrometer comprising of nine detector modules surrounding the three detector 

£f~) [ configuration of miniball detector. In the present formalism, the operation of these sophisticated 

detectors could be described in terms of six probability amplitudes only. Using experimental data 

on relative efficiency and fold distribution of cluster detector as input, the fold distribution and the 

peak-to-total, peak-to-background ratios have been calculated for the SPI spectrometer and other 

composite detectors at 1332 keV. Remarkable agreement between experimental data and results 



!— i . from the present formalism has been observed for the SPI spectrometer. 
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1. Introduction 

In gamma-ray spectroscopy, a novel way of obtaining high full energy peak (FEP) l detection effi- 
ciency without deteriorating the energy resolution and timing characteristics is the use of composite 
detectors [JTJ] which are composed of standard high purity germanium (HPGe) crystals arranged in 
a compact way. Two simple examples are the clover and cluster detectors. The clover detec- 
tor [jl[ ||] consists of four closely packed high purity germanium (HPGe) crystals (having tapered 
square structure) inside the same cryostat, while the cluster detector [|TJ [J consists of seven closely 
packed hexagonal encapsulated HPGe detectors inside the same cryostat. Other examples of arrays 
or groups of encapsulated detectors include the miniball detector array and the SPI spectrometer. 
The Miniball detector array [0, Q] consists of eight cryostats with three closely packed hexagonal 



'The full energy peak (FEP) corresponds to complete absorption of incident gamma energy. For gamma-rays with 
energies from 10 keV to 10 MeV, three types of interactions are important for gamma-ray detection: the photoelectric 
absorption, the Compton scattering and the pair production (possible when gamma-ray energy > 1.022 MeV) [hh. FEP 
gets contributions from photoelectric absorption in a single step and from the following processes in multiple steps - (1) 
Compton scattering where the scattered gamma-ray is absorbed by photoelectric effect and (2) pair production where 
both the annihilating 511 keV gamma-rays are absorbed by photoelectric effect. In some cases, the high energy Compton 
scattered gamma-rays can produce pair production. There will also be events where the annihilating 511 keV gamma- 
rays are Compton scattered. All such events contribute to FEP when all the scattered photons are eventually absorbed in 
the medium by photoelectric effect. 



encapsulated HPGe detectors in each plus four cryostats with four closely packed hexagonal en- 
capsulated HPGe detectors in each. Here each HPGe detector is electrically segmented into (6x1) 
segments. The SPI spectrometer [|L ^] comprises of nineteen closely packed hexagonal encapsu- 
lated HPGe detectors. This spectrometer is a telescope of the INTEGRAL satellite and addresses 
the fine spectroscopy of celestial y-ray sources in the energy range of 20 keV to 8 MeV. Except the 
clover detector which will not be considered in this text, for all other detectors mentioned above, 
the HPGe crystals inside encapsulated modules have a hexagonal shape with a side length of 3.2 
cm and a height of 7 cm. The central bore is 6 mm in diameter and 6 cm in length. Each HPGe 
crystal is individually mounted inside a partially pressurized aluminum capsule. 

Let us consider a general composite detector consisting of K closely packed hexagonal encap- 
sulated HPGe detector modules. If a /-ray is incident on the composite detector, then the interaction 
of the y-ray with one of the detector modules can cause time correlated events consisting of scat- 
tered y-rays to adjacent detectors. If we add up these time correlated events, then information from 
the scattered y-rays which do not escape from the composite detector, will be added back to the full 
energy peak (FEP). As a result, the composite detector can be operated in two modes - (i) the single 
detector mode which is the time uncorrelated sum of data from K detector modules corresponding 
to events where the full y-ray energy is deposited in any one of the individual detectors, and (ii) the 
addback mode which is the time correlated sum of data from K detector modules. The later mode 
corresponds to events where the full y-ray energy is deposited by single and multiple hits. Due to 
these multiple hit events, there are more full energy peak counts and less background 2 (including 
escape peaks) counts in addback mode [[I], ^]. As a result, the FEP efficiency and peak-to-total ratio 
are higher in addback mode compared to single detector mode. Figure 1 shows schematic diagrams 
of the various composite detectors consisting of K closely packed hexagonal encapsulated HPGe 
detectors. It can be observed that the SPI spectrometer comprises of twelve detector modules sur- 
rounding the cluster detector. Similarly, here we have considered a spectrometer comprising of 
nine detector modules surrounding the three detector configuration of miniball detector. Since this 
composite detector has twelve detectors, we have named it - ,02 detector. The main purpose of 
considering the ,02 detector is to demonstrate the power of the formalism to predict the response 
of composite detectors similar to the cluster detector. 

In the present paper, we have tried to describe the addback mode of operation of five sophis- 
ticated composite detectors considering absorption and scattering of gamma-rays. The expressions 
for fold distribution and peak-to-background, peak-to-total ratios have been obtained. 

2. The model and its applications 

We assume that inside the composite detector, the HPGe hexagonal detector modules have identical 
shape, size and are placed symmetrically. Let Nt be the total flux of monoenergetic y-rays incident 



2 The background (including escape peaks) corresponds to incomplete absorption of incident gamma energy [hh. It 
corresponds to events where scattered gamma-ray(s) escape the detector after partial energy deposition. As an example, 
if after single or multiple Compton scattering, scattered gamma-ray with reduced energy escapes from the detector, then 
the event contributes to the background of the spectrum. Similarly, if one of the 511 keV gamma-ray escapes, then a 
peak is observed at E g — 51 1 (single escape peak) and if both escape, then a peak is observed at Eg — 2 x 51 1 (double 
escape peak), where E s is the energy of the incident gamma-ray in keV. 
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on the composite detector such that at a time a single y-ray could interact with a detector module. 
Let N be the portion of the total flux that interact with a detector module of the composite detector. 
For these N y-rays (of energy Ey) incident on a detector module, let the probability of scattering 
away from the detector without detection be S' , the probability of scattering to adjacent detectors 
be S'j and the probability of full energy peak absorption be A', such that S' Q + A' + S' { = 1. Note that 
after first interaction of N y-rays with a detector module, NS'j are scattered to adjacent detectors. 

For each detector module inside the composite detector, the probability of scattering in and 
out are the same for adjacent detectors, and the probability of a y-ray to traverse from one detector 
to another after scattering is also the same. Each detector can either absorb (with full energy 
peak absorption probability A) or scatter a y-ray away from its volume (with probability S for 
leaving detector without detection and probability 5, for scattering to adjacent detectors), such that 
A + S + St = 1 . Due to the identical shape, size of the detectors and the symmetric configuration, 
A, S{, S are same for all detectors. However, these probabilities are different from A',S' t and S' 
which are probabilities for first interaction. Later during multiple scattering, if scattered y-ray again 
enters the detector of first interaction, then its absorption and scattering will be described by A, Si 
and S . Note that A', S'j,S' ,A,Si,S are probabilities integrated over energies and angles of scattered 
gamma-rays. 

Let us consider an event where a gamma-ray interacts with a composite detector and is ab- 
sorbed, thereby contributing to the FEP. The energy of the gamma-ray could be deposited com- 
pletely in a single detector module (corresponding to single fold ) or there is partial deposition of 
gamma energy in m modules (corresponding to multiple fold, 2 < m < 4). Thus, a FEP event can 
generate m background counts in spectrum for single detector mode of operation. However, in the 
spectrum corresponding to addback mode, the m background counts are reconstructed to a single 
FEP count. So, corresponding to each FEP event, there is a single FEP count in addback mode. 
So, for the addback mode, the number of events contributing to FEP is equal to counts under the 
FEP in the spectrum. In the present formalism, for simplicity, we will consider the case of addback 
mode. 

Experimental fold distribution of the cluster detector have shown that triple fold events con- 
tribute £3 3% to full energy peak events for gamma-rays of energy 1.3 MeV [J7j]. It is observed that 
the contribution from four and higher fold events is negligible. As a result, here the addback mode 
will consist of up to three fold events and we will neglect the contribution of four and higher fold 
events. Let the full energy peak, background and total counts in addback mode be denoted by P, B 
and T , respectively. For each of the composite detectors schematically shown in figure 1, we will 
now consider the expression of total counts for finding the number of escaped and absorbed events. 
We will first consider the cases for ^ = 7,19 and thereafter K = 3, 4 and 12. For each case, we will 
first consider the total events to find the peak and background counts (note that for addback mode, 
number of events = number of counts). 



3 For a composite detector operated in addback mode, the energies deposited in several detectors because of Compton 
scattering and or pair production can be added up and the full energy of a y-ray can be determined in many cases. The 
number of individual detector modules that participate to one Compton scattering and or pair production event is called 
"fold". 
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Figure 1. Various types of composite detectors consisting of K closely packed hexagonal encapsulated 
HPGe detectors. (A) and (B) correspond to different types of miniball detector. 



2.1 Modeling of Cluster detector (K = 7) 

In a cluster detector, we have two groups of detector modules - six outer detectors and one cen- 
tral detector, as shown in figure 2(A). Let the probability amplitudes for an outer detector be 
A' ,S' io ,S' 00 ,A,Si ,S 00 and the ones for central detector be represented by A' ,S' ic ,S' oc ,A,Si C ,S oc , Note 
that the absorption probability does not change. Using the general relations A' + 5- + S' t) = 1 and 
A + S, • + S = 1, the total events after first interaction are given by 



T = 7N = N l +N 2 



(2.1) 



where Ai = 6A and A2 = A. Ai represents the gamma flux that interact with the six outer detectors, 
and A2 represents the gamma flux interacting with the central detector. Inset of figure 2(A) shows 
the possible inward scatterings (5- and Si) of y-ray from different groups of detectors to neighboring 
detectors. Let us first consider the case of outer detectors. 



N^NiSL+NiA'+NiSL 



(2.2) 



From the scattered y-rays of an outer detector (NiS' jo ), |rd could enter the two adjacent outer 
detectors while ^rd y-rays can enter the central detector, so that 



si = si [| (A + s io + Soo) + ^( A + s^ + s oc )} 



(2.3) 



Thus after second interaction, we have 



Ni = M [{S' oa + ^Sl (2S o0 + S oc )} + {A' + S; A} + ~4 (2S io + S ic )} 
The last term represents scattered y-rays. Similar to equation 2.3, we get 

S io = S io [| (A + S< + 5 00 ) + - (A + 5,-, + 5 oc )] 
The scattered y-rays of central detector could enter the outer detectors, so we have 

Thus, after third interaction, we get 

M = # 1 K + ~4, { (2S 00 + Soc) ( i + ~s,- ) + s ic s 00 }] 
+ M[A' + ^A{1 + i(2S fe + 5 fc )}] + -NiS'^SioilSio + Sic) +S io S ic } 



(2.4) 



(2.5) 



(2.6) 



(2.7) 




(A) Cluster detector 



V V 




Figure 2. The cluster detector and the SPI specttometer are schematically shown in figures (A) and (B), 
respectively. For each case, inset shows the possible scatterings (5- and 5,-) of y-ray from different groups of 
detectors to adjacent detectors. Different detector groups are denoted by different colors. 



Let us consider the case of central detector. 

N 2 = N 2 S' oc + N 2 A' + N 2 S' ic (2.8) 

After second interaction, we have 

N 2 = N 2 S' oc + N 2 A' + N 2 S' k (A + S io + S 0O ) (2.9) 

= N 2 [(S' 0C + S' ic S 00 ) + (A' + S' ic A) + S' ic S i0 ] (2.10) 

Using equation 2.5, after third interaction, we get 

N 2 =N 2 [(S' 0C + S' ic S 00 ) + (A' + S' ic A) + S' ic S io {^(A + S io + S 00 ) + ^(A + S ic + S 0C )}] (2.11) 

Rearranging, we have 

N 2 = N 2 [S' 0C + S' ic S 00 (l + |s fo ) + ^45 i0 5 oc ] 

+ W 2 [A' + 4A(1 + Sio)] + -N2S' ic S i0 (2S i0 + 5,- c ) (2. 12) 

Considering equations 2.7 and 2. 12, we observe that the last term consists of four detector inter- 
actions and can be neglected. For each case, the first term represents events which escape from 
detector after partial energy deposition. The partially deposited energy for each case will con- 
tribute to background. The second term represents the absorbed events in addback mode. From 
the symmetry of the detector configuration, it can be observed that if the probability amplitudes for 
the central detector are A',S;,Sp,A,S,-,S , then the corresponding amplitudes for each of the outer 
detectors should be A', ^S'j, (^S\ + S' ),A, ^S{, (^Si + S ). Using these amplitudes and substituting 
the values of N\ and N 2 , the expression for total counts becomes 

r = 7A^j3 + 7A^(A' + a) (2.13) 

where 

J8 = (S' (> + 3 -S' t ) + U'^St + 4S ) + IjS'MSi + ^S ) (2. 14) 

and 

oc = ^S' i A + ^S' i S i A 

= 0.57 S[A + 0.36 S'jStA. (2. 15) 

Here the 7./V/3 counts are due to escaped events and IN a counts can be reconstructed to full energy 
peak. So, we have, 

P = lNA' + 7Na, (2.16) 

B = lNp. (2.17) 

The peak-to-background and peak-to-total ratios are given by 

A' + a 
P/B=——, (2.18) 



P/T=A' + a (2.19) 

These results are valid even if there are y-rays of various energies. 4 It is notable that above result 
is obtained after neglecting four and higher detector hit events. So, considering equation 2.13, we 
have in general 

IN > INp + IN {A' + a) (2.20) 

However, if we consider y-rays of energy ps 1.3 MeV, then 

A' + a + j3 = l (2.21) 

So, the peak-to-background ratio could be written as 

If we consider the single detector mode, then we realise that corresponding to Net events, the 
number of counts are > Na. Let the corresponding counts be N(a + a,\). Similarly, for Nf5 
unrecoverable background events, let the corresponding counts be N(p +j3i). So, the peak-to- 
background and peak-to-total ratios in single detector mode are given by 

A' 
Psd/B s d = t ; : ; , ; a x , (2.23) 

(a + ai) + (/3+/3i) 

A' 
Psd/T sd = ^ (2.24) 

It is important to note that the FEP efficiency in single crystal and addback modes are proportional 
to A' and A' + a, respectively. So, the addback factor (F), defined as the ratio of addback efficiency 
to single detector efficiency is given by 

The expressions for peak-to-background and peak-to-total ratios for addback mode depend on 
A', a and are independent of number of detector modules (K). These expressions are valid for any 
composite detector. However, the values will differ depending on values of A' and a. A' depends 
on the shape, size and volume of a detector module. All the composite detectors considered in 
this text have identical HPGe detector modules. So A' is same for all composite detectors, a is a 
measure of the capability of the detector system for adding back the scattered events from adjacent 
detectors to the full energy peak. If there are more detectors surrounding the detector where y-ray 
interacts, then the probability of the y-ray to get absorbed increases. So, a depends on the total 
number of detector modules (K) constituting the composite detector and will have higher value 
for a composite detector having more number of detector modules. We will now investigate other 
composite detectors (K = 3, 4, 12 and 19) for obtaining detailed expression of a. 



4 If there are A'i y-rays of energy E\ and Ni y-rays of energy Ei which interact with a detector module, then P = 
N\A\ +N2A' 2 ,P adbk = N\ (A j + a\) -\-N2{A' 2 + ai) and T = T = Ni +N2. Thus, the peak-to-total and peak-to-background 
ratios could be calculated for gamma-rays of various energies. 



2.2 Modeling of SPI spectrometer (K = 19) 

Let us now consider the SPI spectrometer. From the schematic diagram of the SPI spectrometer 
in figure 2(B), it can be observed that this composite detector comprises of twelve detector mod- 
ules surrounding the cluster detector. Compared to cluster detector, this spectrometer consists of 
approximately three times more number of identical detector modules. From equations 2. 19, 2.22 
and 2.25, it is observed that knowledge of a is important for calculation of peak-to-total, peak-to- 
background ratios and addback factor for the addback mode of cluster detector. So for the more 
sophisticated SPI spectrometer [|[ |6|], we will use the above formalism to find the expression of 
a. We will consider the absorbed events and events scattered to adjacent detectors, neglecting all 
the events escaping the detector system. If we consider different inward scatterings of y-rays, then 
the SPI spectrometer can be considered to consist of four groups of detector modules as shown by 
different colors in inset of figure 2(B). The results for each case are as following: 

1. Six detector modules of type (a): Let N a represent the gamma flux that interact with the six 
detector modules of type (a), so that, N a = 6N. After first interaction, we have 

N a = N a S' oa + N a A' + N a S' ia (2.26) 

From the scattered y-rays (N a S' ja ), |rd could enter the two adjacent outer detectors of type b 
while ^rd y-rays can enter a detector of type c, so that 

S'ia = S'ia [~ ^ + Sib + S ob ) + \( A + Sic + Soc)] 

= S' ia [A + -{(2S ib + S ic ) + (2S ob + S oc )}} (2.27) 

After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

K = N a [{A 1 + S' ia A} + \s'ia (2S ib + S ic )) (2.28) 

After third interaction, the absorbed y-rays are 

N'l = N a [A' + S' ia A + l -S' ia A{2S ib + S ic )\ (2.29) 

2. Six detector modules of type (b): Let N b represent the gamma flux that interact with the six 
detector modules of type (b), so that, N b = 6N. After first interaction, we have 

N b = N b S' ob + NhA' + N b S' ih (2.30) 

From the scattered y-rays, \ could enter the two adjacent outer detectors of type a while \ 
y-rays can enter two detectors of type c, so that 

S' ib = S' ih [- (A + 5^ + S oa ) + \{A + S ic + Soc)] (2.3 1) 

After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

N' b = N b [{A' + S' ib A} + l -S' ih (S ia + S fc )}] (2.32) 



After third interaction, the absorbed y-rays are 

N'l = N h [A' + S' ih A + l -S' ih A (S,a + S^] (2.33) 

3. Six detector modules of type (c): Let N c represent the gamma flux that interact with the six 
detector modules of type (c), so that, N c = 6N. After first interaction, we have 

N c = N c S' oc + N C A' + N c S' ic (2.34) 

From the scattered y-rays, ^rd could enter the detectors of type a and d while |rd y-rays can 
enter two detectors of type b and c, so that 

S[ c = S' ic [\{A + S ia + S oa ) + \{A + S id + S od )+ l -{A + S ih + S oh )+ l -{A + S k + S oc )} (2.35) 
o o 3 3 

After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

N c = N C [{A' + S' ic A} + S' ic {Us ib + S^ + \{S ia + Sid)}] (2.36) 

5 o 

After third interaction, the absorbed y-rays are 

N'J = N C [A' + S' k A + S' ic A{-(S ib + S^ + \{S ia + S id )}] (2.37) 

J o 

4. One detector modules of type (d): Let N d represent the gamma flux that interact with a de- 
tector module of type (d), so that, N d = N. After first interaction, we have 

N d = N d S' od + N d A' + N d S' id (2.38) 

All the scattered y-rays could enter the six detectors of type c, so that 

S' id = S' id (A + S ic + S oc ) (2.39) 

After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

N' d = N d [{A' + S' id A} + S' id S ic \ (2.40) 

After third interaction, the absorbed y-rays are 

N'J=N d [A' + S' id A + S' id AS ic ] (2.41) 

From the symmetry of the detector configuration, it can be observed that if the probability am- 
plitudes for the central detector (type d) are A',S' n S' ,A,Si,S , then the corresponding amplitudes 
for detectors of type c should be A',S'{,S' ,A,Si,S , amplitudes for detectors of type b should be 
A', jS'j, (iS- + S' ),A, \Si, (\Si + S ) and amplitudes for detectors of type a should be A', \S\, (\S\ + 
S' ),A, j5,, (^S{ + S ). Using these amplitudes and substituting the values of N a ,Nb,N c and N d , the 
counts corresponding to absorbed events are given by 

N" = N'a+N'l + N" + N' d ' 
= \9N[A' + l -^S\A + ^ASi] (2.42) 

14 , 67 , 
a= l^ A + Il4^ A 
= 0.74 S'A + 0.59 S-StA, (2.43) 



Thus, for the SPI spectrometer, 



2.3 Modeling of Miniball detectors (K = 3, 4) 

2.3.1 Modeling of three detector configuration 

The three detector configuration for miniball detector is schematically shown in figure 3(A(i)). Let 
the probability amplitudes for a detector be a! ,s'i,d ,a,Si,s . Using the general relations a' + s' { + 
s' = 1 and a + Si + s = 1, the total counts after first interaction are given by 

T = 3N (2.44) 

= 3N(s' + a' + s'i) (2.45) 

After second interaction, we have 

T = 3N[s' + a+s' i (a + s i + s )} (2.46) 

= 3N(s' + s' t s ) + 3N(a' + s'p) + 3Ns' i s i (2.47) 

After third interaction, we have 

T = 3N(s' + s'iS ) + 3N{a' + s' { a) + 3Ns' j s i (a + s t + s ) (2.48) 

= 3N[s' + s' iSo (l + s^} + 3N[a' + ^a(l + s { )] + 3Ns' t sj (2.49) 

If we neglect the last term corresponding to four detector interactions, and consider the case for 
cluster detector, we have /3 = s' () + s)>s (l + si) and a = as' i {\+Si). 

We want a universal treatment for the cluster detector and the miniball detector. From the symmetry 
of the detector configuration, it can be observed that if the probability amplitudes for the central 
detector of a cluster detector are A' , S' t , S' , A , Si , S , then the corresponding amplitudes for a miniball 
detector module are A', ^S';,S' + | S' { ,A, ^Si,S + |S,-. So, we have 

a = \ S 'i A + \ S i S 'i A ( 2 - 5 °) 

2.3.2 Modeling of four detector configuration 

The three detector configuration for miniball detector is schematically shown in figure 3(A(ii)). 
This detector can be considered to consist of two groups of detector modules as shown by different 
colors of figure 3(A(ii)). The results for each case are as following: 

1 . Two detector modules of type (a): Let N a represent the gamma flux that interact with the two 
detector modules of type (a), so that, N a = 2N. After first interaction, we have 

N a = N a S' oa + N a A' + N a S' ia (2.51) 

All the scattered y-rays (N a S' ia ) could enter adjacent detectors of type b, so that 

S' ia = S' ia (A + S ib + S ob ) (2.52) 

After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

N' a =N a [{A' + S' ia A} + S' ia S ih \ (2.53) 

After third interaction, the absorbed y-rays are 

N' a ' = N a [A' + S' ia A + S' ia S ib A] (2.54) 
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(A) Miniball detectors 




Figure 3. The Miniball detector and the K12 detector are schematically shown in figures (A) and (B), 
respectively. For each case, inset shows the possible scatterings (SJ and Si) of y-ray from different groups of 
detectors to adjacent detectors. Different detector groups are denoted by different colors. 



2. Two detector modules of type (b): Let Nb represent the gamma flux that interact with the two 



detector modules of type (b), so that, Nb = 2N. After first interaction, we have 

N b =NbS' ob +NbA'+N b S' ib 



(2.55) 



From the scattered /-rays, |rd could enter adjacent detectors of type a and ^rd /-rays could 
enter adjacent detector of type b, so that 



S'ib = Sftr [2(A + S ia + S oa ) + (A + Sib + Sob)} 
= S' ib [ A + i { (2S ia + S ib ) + (2S oa + S oh )}] 



(2.56) 



After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

(2.57) 



N' h = N b [{A 1 + S' ib A] + -S' ib (2S ia + S W )] 



After third interaction, the absorbed y-rays are 



L, 



N' b ' = N b [A' + S' ib A + -S' ib A(2S ia + S ib )] 



(2.58) 
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From the symmetry of the detector configuration, it can be observed that if the probability am- 
plitudes for the central detector of a cluster detector are A',5;,5o,A,5,-,5 , then the corresponding 
amplitudes for detectors of type b should be A', ^S{, (jSj + S' ),A, ^5,-, (^S, + S ) and amplitudes 
for detectors of type a should be A', ^S' t , (^S' t + S' ),A, |S,, (|S; + S ). Using these amplitudes and 
substituting the values of N a ,N b and N c , the counts corresponding to absorbed events are given by 

N" = N'a+N'l 

= 4N[A' + ^S' i A + ^S , i S i A] (2.59) 

Thus, for the miniball four detector configuration, 

a = -^S' i A + ^S , i S i A (2.60) 

2.4 Modeling of K12 detector (K= 12) 

This detector can be considered to consist of three groups of detector modules as shown by different 
colors of figure 3(B). The results for each case are as following: 

1. Six detector modules of type (a): Let N a represent the gamma flux that interact with the six 
detector modules of type (a), so that, N a = 6N. After first interaction, we have 

N a = N a S' oa +N a A'+N a S' ia (2.61) 

From the scattered /-rays (N a S' ja ), ^rd could enter adjacent detectors of type a, b and c, so 
that 

S'ia = S'ia 3 i( A + Sia + S oa ) + (A + S ib + S ob ) + (A + S ic + Soc)] 

= S' ia [A + ^{ (S ia + So, + Sic) + (S oa + S ob + 5 0C ) }] (2.62) 

After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

K = N a [{A' + S' ia A} + \s' ia (Sia + Sib + S ic )} (2.63) 

After third interaction, the absorbed y-rays are 

N' a ' = N a [A' + S' ia A + -S' ia A(S ia + So, + S ic )] (2.64) 

2. Three detector modules of type (b): Let N b represent the gamma flux that interact with the 
three detector modules of type (b), so that, A^ = 3N. After first interaction, we have 

N h = N b S' oh + NhA' + N b S' ib (2.65) 

From the scattered y-rays, \ could enter the two adjacent outer detectors of type a and c, so 
that 

S'w =S' ib [\(A + S ia + S oa ) + - (A + S ic + Soc)} (2.66) 
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After second interaction, the absorbed y-rays and the ones scattered to adjacent detectors are 
given by 

N' h = N h [{A 1 + S' ib A} + l -S' ih (S ia + S^ }} (2-67) 

After third interaction, the absorbed y-rays are 

N'l = N b [A' + S' ib A + X -S' ib A{Sia + S k )] (2.68) 

3. Three detector modules of type (c): Let N c represent the gamma flux that interact with the 
three detector modules of type (c), so that, N c = 3N. After first interaction, we have 

N c = N c S' oc + N C A' + N c S' ic (2.69) 

From the scattered y-rays, -kd could enter adjacent detectors of type a, b and c, so that 

4 = S' ic ^[(A + Sia + S oa ) + (A + S ib + Sot) + (A + S ic + Soc)] 

= S'ic i A + \{ ( S ia + Sib + Sic) + (Sou + S oh + S oc ) }] (2.70) 

After second interaction, the number of absorbed y-rays and y-rays scattered to adjacent 
detectors are given by 

N' c = N C [{A' + S' ic A] + ^4 (Sia + S ih + S^)] (2.71) 

After third interaction, the number of absorbed y-rays are 

tf-*,H' + 4A + iatA W( . + S, + *.)] (2.72) 

From the symmetry of the detector configuration, it can be observed that if the probability ampli- 
tudes for the central detector (type c) are A',S'j,S ,A,Si,S , then the corresponding amplitudes for 
detectors of type b should be A', ^S' t , (hS'i + S' ),A, |S,-, (|S,- + S ) and amplitudes for detectors of 
type a should be A', ^Sj, (^S'i + S ),A, j5,, (5S; +S ). Using these amplitudes and substituting the 
values of N a ,Nb and N c , the counts corresponding to absorbed events are given by 

N" = NZ + Ng + N' c ' 



Thus, for the K\2 detector, 



12W[A' + |s;A + ^S&A] (2.73) 



a = ^S' i A + ^S' i S i A {2.1 A) 
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3. Results and discussion 

3.1 Comparison of observations 

Let us consider the addback mode of a composite detector having K detector modules. For a y-ray 
of energy E y , if the number of single, double and triple fold events contributing to FEP be Kh\ , Kh 2 
and KI13, then 

h\=A' (3.1) 

h 2 = Pl S'A (3.2) 

h 3 = p 2 S' i AS i (3.3) 

where the coefficients pi and p 2 depend on the configuration of detectors constituting the composite 
detector. So, a could be written as 

a = h 2 + h 3 (3.4) 

Now let us define quantities in order to extract the fold distribution. If the ratio of single fold events 
to total full energy peak events be denoted by h[ , the ratio of double events to total full energy peak 
events be denoted by h' 2 and the ratio of triple events to total full energy peak events be denoted by 
h' 3 , then 

1 h\ + h 2 + h 3 
where j = 1, 2 and 3, corresponding to single, double and triple fold events. The values of h'Aj = 
1,2,3) for a particular gamma-ray energy gives us information about the fold distribution at that 
energy. Considering equations 2.19 and 2.22, we infer that peak-to-total and peak-to-background 
ratios could be extracted if we know the values of h'Aj = 1,2,3). The fold distribution helps in 
understanding the behavior of peak-to-total and peak-to-background ratios. 

Let us consider the expressions of a for the five types of composite detectors discussed above. 
Considering equations 2.15, 2.43, 2.50, 2.60 and 2.74, the values of p\ and p 2 could be extracted. 
These values of p\ and p 2 have been plotted as a function of number of detector modules (K) in 
figure 4. It is observed that with increasing value of K, the values of p\ and p 2 gradually increase. 
This is due to more contribution of multiple hit events for composite detector having higher number 
of detector modules. 

In general, we have a MinihaU{K=?>) < a Minihan{K=4) < a duster{K=1) < a SPI{K=l9) . As a result, from 
equation 2.21 we have p M iniball(K=3) > pMinibaii(K=4) > Pcluster{K=i) > Pspi(k=19)- Considering all 
these detectors (equations 2.15, 2.43, 2.50, 2.60, 2.74 and 2.19), we have 

-(cluster) - -(miniball(3)) = 0.24 S[A + 0.25 S-SA, (3.6) 

-(cluster) - -(miniball(4)) = 0.15 S-A + 0.18 S-SA, (3.7) 

P P 

-(SPI) - -(cluster) = 0.17 ^A + 0.23 S'&A, (3.8) 

-(£12) - -(cluster) = 0.10 S-A + OAO S-SA, (3.9) 

Thus, increased peak counts and lower background (including escape peak counts) in addback 
mode causes a better performance of the cluster detector compared to the miniball detectors and 
the SPI spectrometer compared to the cluster detector. 
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Figure 4. p\ and P2 have been plotted as a function of number of detector modules (K). 



3.2 Predictions using experimental data of cluster detector 

The present work attempts to undertake from first principles the analysis of a complex detection 
problem. A detailed formalism has been presented for understanding the various modes of oper- 
ation of a composite detector. Regarding practical usefulness of this formalism, we could calcu- 
late the values of all probability coefficients from considerations of cross-sections for the various 
gamma-ray interaction processes with matter. This is a way of comparing the outcomes of this 
formalism with experimental data. Another interesting possibility is - we consider the experimen- 
tal data of a composite detector as input, thereafter using the present formalism, we can predict 
and compare the response of other composite detectors. This can help us to get insight about their 
operation and could provide a guidance for experimental studies with other composite detectors. 
We will now investigate this possibility using known information about the cluster detector [f7||. 

For a y-ray of energy E y , if the number of double fold events to single fold events (both 
contributing to FEP) be denoted by hi\ and the number of triple fold events to double fold events 
(both contributing to FEP) be denoted by A32, then from equations 2.13 and 2.15, we have 

h 4S '' A 
h21 = 77 

and 



(3.10) 



h 



32 



(3.11) 
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The experimental fold distribution of the cluster detector for 1.3 MeV y-ray [f7|] shows that h[ « 
0.66, h' 2 ss 0.30 and h' 3 ss 0.04. Considering these values and equation 3.10, we get 5, = 0.21. 
Similarly from equation 3.9, we have S' t A = 0.80A'. The experimental value of peak-to-total ratio 
in addback mode at 1332 keV is found to be « 0.39 [Q], Using equations 2.15, 2.19 and above 
information, we get A' = 0.26. Thus, we have 



hi =0.26 



(3.12) 



h 2 =0.21 xpi 
/j 3 = 0.04 x p 2 



(3.13) 
(3.14) 



For the different types of composite detectors considered in this text, we can now use the value of pi 
and P2 along with above equations for extracting the fold distribution, relative FEP efficiency, peak- 
to-total ratio and peak-to-background ratio. The results of fold distribution for various composite 
detectors (K = 3, 4, 7, 12 and 19) is shown for 1332 keV gamma-ray in figure 5. We observe that 
the single fold events are dominant. The number of multiple fold events - in particular two fold 
events - increases slowly with increasing value of K. The amount of three fold events is small for 
K = 3 to 19, varying from 1.5% to 5.8%. So, the double fold coincidences play an important role 
for the add-back mode. 
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Figure 5. Fold distribution have been shown as a function of number of detector modules (K) for 1332 keV 
y-ray. 
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The relative FEP efficiency in single detector and addback modes are proportional to Kh\ 
and K(h\ +Ii2 +h$), respectively. A comparison of relative FEP efficiencies (at 1332 keV) for 
different composite detectors have been shown in figure 6(A). Results have been shown for both 
single detector and addback modes of operation. Compared to single detector mode, the increase 
in values for addback mode is due to the increasing contribution of multiple fold events. 
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Figure 6. (A) shows relative FEP efficiency (at 1332 keV) for different modes of operation as a function of 
number of detector modules (K). Peak-to-total and peak-to-background ratios in addback mode have been 
plotted for various composite detectors in (B). 

Peak-to-total and peak-to-background ratios in addback mode have been calculated as a func- 
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tion of number of detector modules (K) and the results have been shown for 1332 keV gamma-ray 
in figure 6(B). Both ratios show an increasing trend with higher value of K. This is due to increase of 
multiple fold events Q12 and h$), as observed from figure 5. Compared to peak-to-background ratio, 
the peak-to-total ratio increases at a slower rate. The value of peak-to-total and peak-to-background 
ratios of the SPI spectrometer at 1332 keV are found to be ss 0.44 and « 0.79, respectively. 

3.3 Comparison of predictions and experimental results for SPI spectrometer 

Attie et al. have performed FEP measurements of the SPI spectrometer ^ . From the measurements 
(table 1 and 2 of [|6|]), it is observed that for 1332 keV y-ray, the single event (SE) efficiency (or 
single detector efficiency) and multiple event (ME) efficiency are 16.1% and 10.0%, respectively. 
Note that the FEP efficiency in addback mode is sum of SE and ME efficiencies. So, the addback 
factor (defined by equation 2.25) at 1332 keV is 16 |+} 00 = 1.62. From the predictions for SPI 
spectrometer of previous section (figure 6(A)), we observe that the value of addback factor at 1332 
keV is ^4 = 1.69, which is quite close to the experimental value of 1.62. From figure 4 of [0], 
we observe that at 1332 keV, two fold and three fold efficiencies are ps 8.5 and 1.5 %, respectively. 
Thus, for 1332 keV y-ray, the experimental ratio of single, double and triple fold events is 16.1 : 
8.5 : 1.5 = 10.7 : 5.7 : 1.0. From the present formalism, the value of this ratio for 1332 keV y-ray 
(figure 5) is 59.2 : 34.9 : 5.8 = 10.2 : 6.0 : 1.0. Again we observe remarkable agreement between 
the experimental data of Attie et al. [§] and the results from the present formalism. From these 
two agreements, we conclude that the present formalism successfully describes the response of a 
general composite detector including sophisticated spectrometer like SPI. 

The predictions of the present formalism are based on fact that the source is placed axially 
at a distance of « 25 from the detector [^ ^. However, in reality the gamma-rays from outer 
space come from sources which are practically at infinity compared to 25 cm. So, we have parallel 
gamma-rays falling on the SPI spectrometer. For large source-to-detector distances, a gamma- 
ray incident on the detector will encounter approximately uniform thickness of the detector active 
volume. However, for moderate distances, the variation of thickness seen by the gamma-ray is 
considerable. The effect of this edge penetration could be seen in the detector efficiency curves 
shown by Bell [J8|]. Due to detector edge effects, there is an increase in FEP efficiency for extremely 
large source-to-detector distances compared to the FEP efficiency for source-to-detector distance 
ss 25 cm. As a result, for the SPI spectrometer, the values of relative FEP efficiency and peak-to- 
total, peak-to-background ratios shown in figures 6(A) and 6(B) are lower compared to the actual 
values. Even for decreased value of efficiencies compared to actual ones, we have seen from the 
previous paragraph that the ratio of efficiencies from the present formalism agree nicely with the 
experimental data of Attie et al. [Q], So, the present formalism helps in getting estimates of the fold 
distribution and the peak-to-total, peak-to-background ratios of complex spectrometer like SPI, for 
the first time through an indirect approach at 1332 keV. 

4. Summary and conclusion 

The present work attempts to undertake from first principles the analysis of a complex detection 
problem and presents a way of understanding various types of composite detectors using experi- 
mental data. Based on absorption and scattering of y-rays, a probability model has been presented 
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for understanding the addback mode of operation for the miniball detector, the cluster detector, the 
SPI spectrometer and a composite detector comprising of fourteen encapsulated HPGe detectors. 
In the present formalism, the operation of these sophisticated detectors could be described in terms 
of six probability amplitudes only. Considering up to triple detector hit events, we have obtained 
expressions for fold distribution, peak-to-background and peak-to-total ratios for addback mode of 
operation of the composite detectors. Results indicate improved performance of the SPI spectrom- 
eter compared to other composite detector in addback mode. Using experimental data on relative 
efficiency and fold distribution of cluster detector as input, the fold distribution and the peak-to- 
total, peak-to-background ratios have been calculated for the SPI spectrometer and other composite 
detectors at 1332 keV. For the SPI spectrometer, remarkable agreement between the experimental 
data and the results from the present formalism, has been observed. This demonstrates the power 
of the formalism to predict the response of composite detectors similar to the cluster detector. 
These results could be helpful for providing a guidance in experimental studies with sophisticated 
spectrometer like SPI. 
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